Colorado State University
Risk Management

AED Program - Monthly Inspection Procedures
Procedures for AED Monitors
# Table of Contents

- **AED inspection requirements** ............................................................... 3
- **How to Become an AED Monitor** ......................................................... 4
- **Visual Inspection of AED** ................................................................. 5
- **Online Inspection Procedure** ............................................................ 6-10
- **Email Messages AED Monitors Receive** ........................................... 11
- **CSU AED symbols and meanings** ......................................................... 12
- **EHS/Risk Management - AED Personnel Contact Information** ............ 12
AED Inspection Requirements

Monthly inspections are a **mandatory** requirement of Colorado Automated External Defibrillator (AED) Statutes.

- **Colorado AED Statutes Colorado Revised Statute § 13-21-108**
  
  - (II) The defibrillator is maintained and tested according to the manufacturer's operational guidelines and that written records are maintained of this maintenance and testing.

CSU provides Medtronic/Physiocontrol, LifePak CR Plus Public Access Automated External Defibrillators to the CSU Campus. Medtronic/Physiocontrol requires (**monthly**) inspections of the AED.

As an AED monitor, you will need to assist Environmental Health Services (EHS)/Risk Management by performing a visual inspection of the AED on a monthly basis.

If you are unable to perform the mandatory monthly inspection of the AED(s) you have volunteered to inspect, contact a member of the Environmental Health Services (EHS)/Risk Management using the below contact information.

- (970) 491-6745
- aed@lamar.colostate.edu

Please review the information below which details the online inspection process.
How to Become an AED Monitor

- Contact Risk Management to determine if there is yet an inspector for the AED you wish to volunteer inspecting.
  - (970) 491-6745
  - aed@lamar.colostate.edu

If you are willing and able to perform the monthly AED inspections you must be setup as an inspector on the AED Authority webpage. CSU AED inspections are tracked through CSU’s vendor - AED Authority.

- To be setup as an AED inspector for your building, you need to email concierge@aedauthority.com with the below info:
  - First and Last Name
  - Phone number
  - Email address
  - Building Location of the AED or AEDs you will be responsible for
    - I.e. Johnson Hall, first floor, west side main entrance
  - Password (of your choosing)

*Below steps will outline how to visually inspect the AED and how to record the inspection through the AED Authority website.*
Visual Inspection of AED

Without opening the AED cabinet, visually verify through the cabinet window the symbol being displayed on the AED readiness display as shown above.

The AED should display “OK” with 3 bars as shown above.

*If the AED does NOT display “OK” as shown above, contact EHS IMMEDIATELY. (491-6745)

***If you have trouble seeing through the cabinet window, a flashlight may be useful.***

- Click the link below for a shortcut to additional AED readiness display symbols and meanings
  - AED Symbols and Meanings
Online Inspection Procedure

To record your monthly AED inspection, go to www.aedauthority.com.

- Login using the email and password you supplied to AED Authority.

- You are taken to your “dashboard”. Your dashboard will only allow you access to the AEDs for which you are responsible.

- If your inspections are late or nearly so they will appear in the “AED Inspection Alert” list.

- If your AEDs are in need of new batteries or pads they will appear in the “AED Equipment Alerts” list. If neither of these apply these will be blank.
  - Risk Management will handle battery and pad replacements until further notice.
- Click on “Input Monthly Inspection”
- You are brought to the inspection selection process.
• Select your site(s) (building) from the drop down. Only sites you inspect will appear.

• After selecting your site the AED location drop down appears beneath it.

• Select the location you inspect here.
• After the “Site and AED-location” are selected the “Inspection Date” and “Status” appear as well as the Save and Cancel buttons. See above

• Enter the “Date of inspection” and select the “status”. See above
Select the AED Status from the drop down menu as shown

- Most often the “OK” will be selected (no service to AED needed)
- Additional AED status and symbol information is shown below.

*If the AED display reads anything other than “OK” - contact EHS immediately!

- Click “save” and the process is finished.

*Remember – AEDs must be checked once per month. Email reminders will be sent if you forget to check the AED.
Email Messages AED Monitors Receive

As an AED monitor, you will receive periodic emails reminding you to perform monthly inspections. In addition, you may receive emails regarding AED battery/pad replacement, SCA event, etc.

You are **NOT** responsible for replacing batteries/pads or attending to other alerts/notifications. If these notifications arise, contact EHS 491-6745.

Your only responsibility as an AED monitor is to perform the monthly inspection and log the inspection into the AED Authority Website. Along with this, notify EHS of any unusual AED readiness display symbols, cabinet damage, missing signage, etc.
# CSUAED Symbols and Meanings

<table>
<thead>
<tr>
<th>OK</th>
<th>OK Indicator. The defibrillator is ready for use.</th>
</tr>
</thead>
<tbody>
<tr>
<td>![Attention Symbol]</td>
<td>Attention. The attention indicator appears when the internal battery is not fully charged. <strong>CONTACT EHS IMMEDIATELY</strong></td>
</tr>
<tr>
<td>![Warning Symbol]</td>
<td>Warning, high voltage <strong>CONTACT EHS IMMEDIATELY</strong></td>
</tr>
<tr>
<td>![Wrench Symbol]</td>
<td>The CHARGE-PAK indicator appears when the CHARGE-PAK battery charger needs to be replaced. If needed, the defibrillator can be used in an emergency. <strong>CONTACT EHS IMMEDIATELY</strong></td>
</tr>
<tr>
<td>![Wrench Symbol]</td>
<td>Wrench indicator. There is a condition that prevents or could prevent normal AED operation. <strong>CONTACT EHS IMMEDIATELY</strong></td>
</tr>
</tbody>
</table>

---

## Contact EHS/Risk Management for Assistance

(970) 491-6745  
aed@lamar.colostate.edu